Introduction {#sec1-1}
============

Evaluation of radiation therapy plans using the quantitative criteria to select optimum irradiation technique plays a vital role in the outcome of radiation treatments. There are two standard and well-established indicators, dose distribution and dose volume histogram (DVH) which serve to differentiate between available treatment configurations to achieve the most desirable clinical outcome. Nevertheless, radiobiological modelling was added to some treatment planning systems (TPSs) to help plan evaluation as well as to create radiobiological index for every plan and dose distributions \[[@ref1]-[@ref5]\]. Biological modelling basically utilizes the DVH of a given plan and biological parameters of tumor type and normal critical tissues for the calculation of tumor control probability (TCP) and normal tissue complication probability (NTCP) \[[@ref4],[@ref6]-[@ref8]\]. There are several studies on the application of radiobiological modelling for treatment plans and ranking the rival treatment plans for different radiation treatments \[[@ref1]-[@ref3],[@ref9]-[@ref12]\]. Several investigations have shown that radiobiological ranking of treatment plans helps clinicians find optimum treatment techniques when the physical dose distribution and DVH results are very close and very hard to differentiate \[[@ref2],[@ref3],[@ref13],[@ref14]\]; for instance, Luxton et al. compared TCP and NTCP for prostate cancer patients planned for three-dimensional conformal radiotherapy treatments (3D-CRT) and intensity modulated radiotherapy (IMRT) \[[@ref3]\]. A greater TCP was found for IMRT relative to 3D-CRT. For all studied organs, mean NTCP was lower for IMRT than for 3D-CRT. In a study by Deb et al., 3D-CRT and IMRT treatments of the prostate were compared using a radiobiological model \[[@ref12]\]. They recommended more clinical studies to refine the radiobiological models and related parameters. In another study, a comparison was performed between 3D-CRT and IMRT plans for post-prostatectomy radiation therapy. Bladder and rectal doses were lowered with IMRT planning in comparison to 3D conformal planning \[[@ref2]\]. However, in spite of the dosimetric differences between two methods, radiobiological modelling estimated non-significant differences in the NTCP of both bladder and rectum.

In the current study, we used different available radiobiological models for TCP/NTCP calculations to investigate the differences between studied radiobiological models in 3D-CRT and IMRT plans. Moreover, a new treatment planning system (TPS), TiGRT was used for 3D-CRT and IMRT planning of prostate cancer patients. The purpose was to validate the planning results by comparison of 3D-CRT and IMRT plans in terms of radiobiological metrics, TCP/NTCP.

Material and Methods {#sec1-2}
====================

Study Design {#sec2-1}
------------

We performed a retrospective study on ten intact prostate cancer patients (intermediate and high risks) which had been treated with 3D-CRT technique in radiation oncology department of Tabriz International Hospital. The patients were selected randomly among available plans in our treatment planning system. One physician, radiation oncologist, supervised planning and performed contouring for all prostate plans.

Tumor volumes and critical organs were outlined slice by slice on the patient's x-ray computed tomography datasets. The clinical tumor volume (CTV) including prostate, seminal vesicles and the surrounding organs at risk including bladder, rectum, right and left femur heads were outlined.

For 3D-CRT plans, planning target volume (PTV) included prostate clinical volume plus 5 mm margin and seminal vesicles which received 76 Gy, and the left and right lymph nodes were planned to receive the average dose of 50 Gy. The 3D-CRT plans were divided into two courses including an extended field with 50 Gy covering the whole pelvis for lymphatic involvements. Then, in the second course, 6 conformal beams were used to deliver the dose of 26 Gy to the prostate and seminal vesicles. All beams were planned with 18 MV photons.

IMRT plans were generated for each case of ten patients using TiGRT TPS (LinaTech, Sunnyvale, CA, USA) a commercial planning system. The TPS was evaluated by previous studies for its accuracy in 3D-CRT and IMRT calculations \[[@ref15],[@ref16]\]. IMRT plans were generated after choosing beam angles that helped to limit dose to the organs at risk and reduced optimization time. All beam energies were 18 MV and shaped with MLCs of Siemens-Oncor linac with 41 pairs leaves. Each leaf had a thickness of 1 cm at isocenter. The IMRT technique consisted of an arrangement of 7 coplanar intensity-modulated beams. A step and shoot module was used for the following fixed gantry angles: 0°, 52°, 103°, 154°, 205°, 256° and 308°. The inverse planning procedure was performed with TiGRT planning. The PTV was prescribed to a mean dose of 82 Gy by 41 fractions. PTV was planned to be encompassed by 95% isodose. The resulting set of dose requirements for the targets is summarized in [Table 1](#T1){ref-type="table"} along with dose-volume constraints used for the critical organs.

###### 

Dose specifications and constraints used for IMRT planning.

  Structure                    constraint
  ---------------------------- -------------------------------
  Rectum                       V~70Gy~ = 25%
  Dorsal part of rectal wall   D~max~ ≤ 65 Gy
  Bladder                      V~70Gy~ = 50%
  Femoral heads                V52Gy = 10%
  CTV                          77.9 Gy≤ DCTV ≤ 86.1 Gy
  PTV\\CTV                     70.1Gy≤ DPTV\\CTV≤ 77.9 Gy
  PTV-Rectum overlap           *Dmax* not within this region

Abbreviations: *V*xGy- percentage of structure volume receiving *X* Gy or more; *Dmax: depth of dose maximum*

TCP and NTCP Calculations using Bioplan Software {#sec2-2}
------------------------------------------------

For biological evaluation of our plans, we used Bioplan (ver.1.3.3) software developed by Sanchez-Nieto and Nahum \[[@ref17]\]. The software was provided freely by developers on a personal request. Differential dose volume histograms (dDVHs) were computed for the CTV, bladder, rectum and femoral heads. DVHs were exported as ASCII files for Bioplan with a dose bin width of 0.25 Gy, corresponding to a total of approximately 333 bins; volumes were given in cm^3^. TCP was calculated for α/β=1.5, 3, 5 and 10 in each plan using the Poisson model; we know the α/β ratio indicates the sensitivity of a tissue to fractionation. The calculation was based on the CTV which received dose distribution. A default set of model parameters for prostate was taken from Bioplan. Additionally, the NTCP was estimated from the Lyman-Kutcher-Burman (LKB) model \[[@ref17]-[@ref19]\]. The NTCP calculation in LKB model is defined as:

${NTCP}\left( {D,\upsilon} \right) = \frac{1}{\sqrt{2\pi}}\int_{\operatorname{(-\propto)}}^{t}\exp\left( - \frac{1}{2}x^{2} \right){dx}$ (1),

$t = \frac{D - {TD}_{50}\left( v \right)}{m.{TD}_{50}\left( v \right)}$ (2)

${TD}_{50}\left( v \right) = \frac{{TD}_{50}\left( 1 \right)}{v^{n}}$ (3)

Where TD~50~(v) is the tolerance dose for a 50% complication probability caused by uniform irradiation to v. n is the volume exponent and m is a parameter, which is inversely related to the steepness of the dose-response curve. Specific complication endpoints for rectum (severe proctitis-necrosis-stenosis-fistula and mild RTOG grade2/3), bladder (symptomatic bladder contracture and volume loss) and femoral heads (necrosis) were selected. The corresponding set of parameters for TD50, n, and m consisted of 80, 0.5 and 0.11 for bladder; 80, 0.12 and 0.15 for rectum severe proctitis; 56, 0.203 and 0.064 for rectum mild RTOG grade 2/3 complication; and finally 56, 0.25 and 0.12 for femoral heads. These parameters were derived from different studies \[[@ref13],[@ref18]\] and used recently by Jensen et al. \[[@ref1]\]

Calculation by Equivalent Uniform Dose Model {#sec2-3}
--------------------------------------------

For calculations using equivalent uniform dose (EUD) model, cumulative DVHs of plans (3D-CRT and IMRT) were exported from TiGRT TPS. We used a Matlab m-file to calculate the Niemierko's equivalent uniform dose, EUD-based NTCP-TCP values \[[@ref20]\].

According EUD model, for a dose of 2Gy in each fraction the EUD, equivalent dose (EQD), TCP and NTCP were calculated by the following equations:

${EDU} = \left( \sum\limits_{i=1}\left( V_{i}{EQ}D_{i}^{\alpha} \right) \right)^{\frac{1}{\alpha}}$ $\&$ ${EQD} = D \times \left( \frac{\frac{\alpha}{\beta} + \frac{D}{n_{f}}}{\frac{\alpha}{\beta} + 2} \right)$ (4)

${TCP} = \frac{1}{1 + \frac{{TCD}_{50}}{EUD}^{{4y}_{50}}}$ (5)

${NTCP} = \frac{1}{1 + \frac{{TD}_{50}}{EUD}^{{4y}_{50}}}$ (6)

In all above equations, *a* is a unit-less model parameter for each normal structure or tumor of interest, and *v~i~* is unit-less and represents the *i^th^* partial volume receiving dose *D~i~* in Gy. *n*f and df = D/*n*f are the number of fractions and dose per fraction size of the treatment course, respectively. The α/β is the tissue specific Linear Quadratic (LQ) parameter of the organ being exposed. TCD~50~ is the tumor dose to control 50% of the tumors when the tumor is homogeneously irradiated, and the *γ*50 is a unit-less model parameter that is specific to the tumor of interest and describes the slope of the dose response curve, and TD~50~ is the tolerance dose for a 50% complication rate at a specific time interval when the whole organ of interests were homogeneously irradiated. Radiobiological parameters of Burman et al. \[[@ref18]\] were used for EUD model calculations as summarized in [Table 2](#T2){ref-type="table"}.

###### 

Parameters used to calculate Niemierko's EUD-based TCP for prostate cancer and NTCP for rectum, bladder and femoral heads.

  Tissue        a      γ50   TD50(Gy)   TCD50(Gy)   Dpf (Gy)   α/β(Gy)
  ------------- ------ ----- ---------- ----------- ---------- ---------
  Prostate      −10    1.0   \-         28.34       2          1.20
  Rectum        8.33   4     80         \-          2          3.90
  Bladder       2      4     80         \-          2          8.00
  femur heads   4      4     65         \-          2          0.85

Dpf:dose per fraction, EUD: equivalent uniform dose, TD: tolerance dose, TCD: tumor dose to control

Results {#sec1-3}
=======

The mean dose for all studied volumes including prostate and organs at risk were obtained from treatment plans. Bladder, rectal and femoral heads sparing improved with IMRT planning compared to 3D-CRT planning. The respective average mean doses (Gy) for 3D-CRT and IMRT plans were 76.38 and 82.47 for prostate, 60.72 and 53.5 for rectum, 62.63 and 54.08 for bladder, for 49.67 and 39.94 femoral heads.

In [Figure 1](#JBPE-9-267-g001.tif){ref-type="fig"}, the dose distribution and DVH comparison have been demonstrated for patient No.3. It should be mentioned here that the prescription doses of 76 and 82 Gy for PTV were used for 3D-CRT and IMRT plans, respectively.

![dose distributions and dose volume histograms of 3D-CRT and IMRT plans for patient \#3. (A) dose distribution for 3D-CRT. (B)dose distribution for IMRT.(C) dose-volume histogram for 3D-CRT. (D) dose-volume histogram for IMRT.](JBPE-9-267-g001){#JBPE-9-267-g001.tif}

In [Table 3](#T3){ref-type="table"}, the NTCP of rectum for all patients was calculated by using Bioplan software and LKB model. The α/β ratio of 3 was used for calculations. Two types of complications including proctisits/necrosis/stenosis/fistula and RTOG 2/3 mild complication were estimated. [Table 3](#T3){ref-type="table"} shows that the probability of mild rectal complication is significantly higher (almost 10 times) relative to proctisits/necrosis/stenosis/fistula complications. Furthermore, the average NTCP for both complications were higher for 3D-CRT relative to IMRT plans. However, the difference between 3D-CRT and IMRT became pronounced for mild RTOG2/3 complication. The paired t-test results indicated that there was a statistically significant difference (P-value\<0.005) between two treatment techniques considering both complications.

###### 

NTCP% for rectum considering two different degree of complications including (proctitis/necrosis/stenosis/fistula) and Mild RTOG2/3 complication for both plans.

  Complication   (proctitis/necrosis/stenosis/fistula)   Mild RTOG2/3 complication           
  -------------- --------------------------------------- --------------------------- ------- -------
  1              10.3                                    8.1                         96.8    89.9
  2              8.5                                     6.7                         90.1    51.3
  3              11.2                                    5.9                         98.3    49.4
  4              7.1                                     6.9                         83.7    58.7
  5              3.9                                     3.3                         19.2    7.7
  6              6.9                                     6.1                         79.5    50.9
  7              10.6                                    7.9                         95.4    60.7
  8              12                                      10                          98.8    82.5
  9              10.5                                    10.5                        95.8    82.4
  10             7.2                                     5.2                         75.3    36.4
  Average        8.8                                     7.06                        83.29   56.99
  SD             2.52                                    2.16                        23.99   24.44
  P value        0.005                                   0.0002                              

NTCP for bladder is tabulated in [Table 4](#T4){ref-type="table"}. For both techniques, the complication rate was less than 2% on average. However, the NTCP for IMRT plans was about 10 times lower than 3D-CRT with average of 0.18%. In addition, the difference was statistically significant (P value\<0.039).

###### 

NTCP(%) for Bladder in 3D-CRT and IMRT (Symptomatic bladder contracture and volume loss).

  Complication   (Symptomatic bladder contracture and volume)   
  -------------- ---------------------------------------------- ------
  1              2.1                                            1.5
  2              1                                              0.1
  3              1.4                                            0.1
  4              0.3                                            0
  5              0                                              0
  6              0.1                                            0
  7              0.2                                            0.1
  8              0.9                                            0
  9              4.6                                            0
  10             1.5                                            0
  Average        1.21                                           0.18
  SD             1.37                                           0.46
  P value        0.039                                          

For femoral heads, the NTCP of about 4.5% was seen for 3D-CRT plans on average, while for IMRT plans, NTCP of zero was estimated. Paired t-test showed a p-value of 0.01 for the difference between two techniques.

The results of TCP calculations using Poisson model are shown in [Table 5](#T5){ref-type="table"}. Different α/β values have been proposed for prostate cancer in previous studies \[[@ref12],[@ref21],[@ref22]\] and some suggested a value between 1 to 5, while some used up to 10 in their studies \[[@ref12]\]. The comparison was made between 3D-CRT and IMRT for different α/β values. As it can be seen, there is no difference in TCP between 3D-CRT and IMRT for the α/β of 1.5 in all studied cases. However, the difference between two methods increases with increase in α/β and after α/β of 5; the difference between two methods are statistically significant. The results demonstrated that dose escalation from 76 Gy in 3D-CRT to 82 Gy for IMRT caused 5% improvement in TCP for prostate cancer considering the α/β of 10.

###### 

TCP(%) for Prostate in 3D-CONFORMAL treatments and intensity modulated radiation therapy using Poisson model

  α/β       1.5         3      5       10                             
  --------- ----------- ------ ------- ------- ------- ------ ------- -------
  1         100         100    97.2    99      90.2    94.2   77.6    85.1
  2         100         100    98.3    99.3    92.5    95.2   81.7    87.2
  3         100         100    97.3    95.2    90.3    88.3   77.6    77.7
  4         100         100    97.6    98.7    91      93.9   78.8    84.7
  5         100         100    98      99.1    91.7    94.6   80      85.9
  6         100         100    97.3    96.8    91.4    90.4   79.5    79.7
  7         100         100    97.8    96.5    91.4    90.1   79.5    79.8
  8         100         100    97.2    97.3    90.2    91.5   77.6    81.7
  9         100         100    97.5    98.6    90.7    93.6   78.4    84.3
  10        100         100    98.6    99.3    93.2    95.2   82.9    87.1
  Average   100         100    97.68   97.98   91.26   92.7   79.36   83.32
  SD        0           0      0.48    1.43    1       2.43   1.79    3.36
  P value   \-\-\-\--   0.46   0.059   0.001                          

TCP and EUD were also calculated by EUD model for prostate cancer plans ([Table 6](#T6){ref-type="table"}). The average EUD of 80.9 Gy and 76.77 Gy were obtained for IMRT and 3D-CRT, respectively. While, there was no significant difference between average TCPs for both methods considering the TCP of 98.5% for IMRT and 98.16% for 3D-CRT (for α/β=5, 20).

###### 

EUD(Gy) and TCP(%) estimations for prostate cancer patients in 3D-CRT and IMRT techniques using EUD model

  α/β       1.5     5       20                                                                      
  --------- ------- ------- ------- ------- ------- ------- ------- ------- ------- ------- ------- -------
  1         77.05   80.62   98.20   98.49   76.86   80.94   98.18   98.51   76.73   81.12   98.17   98.53
  2         76.92   82.25   98.19   98.61   76.76   82.31   98.17   98.61   76.66   82.32   98.16   98.61
  3         75.21   79.18   98.02   98.38   75.39   80.98   98.04   98.52   75.49   81.56   98.05   98.56
  4         76.44   81.89   98.14   98.58   76.44   82.06   98.14   98.59   76.41   82.12   98.14   98.60
  5         76.80   82.25   98.18   98.61   76.68   82.31   98.16   98.61   76.58   82.31   98.15   98.61
  6         76.24   79.48   96.12   98.40   76.30   80.77   98.13   98.50   76.30   81.32   98.13   98.54
  7         77.72   80.00   98.26   98.45   77.45   81.14   98.23   98.53   77.25   81.55   98.22   98.56
  8         75.81   80.83   98.08   98.51   75.96   81.67   98.09   98.57   76.02   81.96   98.10   98.59
  9         76.85   81.89   98.18   98.58   76.80   82.12   98.18   98.60   76.73   82.19   98.17   98.60
  10        78.52   82.37   98.33   98.61   78.08   82.43   98.29   98.62   77.78   82.42   98.26   98.62
  Average   76.75   81.07   97.97   98.52   76.67   81.67   98.16   98.56   76.59   81.88   98.15   98.58
  SD        0.93    1.21    0.65    0.08    0.74    0.65    0.06    0.04    0.62    0.46    0.05    0.03
  P value   0.00    0.01    0.00    0.00    0.00    0.00                                            

In [Table 7](#T7){ref-type="table"}, the results of NTCP for rectum are tabulated for 10 prostate cancer patients. In this model, for IMRT plans, the average EUD was about 0.84 Gy less than 3D-CRT plans. However, this difference was not statistically significant (p-value = 0.19). Also, the comparison between two methods revealed that the NTCP of rectum for IMRT plans was less than 3D-CRT plans with a p-value of 0.058.

###### 

EUD(Gy) & NTCP(%) for Rectum in 3D-CRT and IMRT

            EUD (Gy)   NTCP(%)          
  --------- ---------- --------- ------ ------
  1         69.18      67.57     8.92   6.29
  2         66.1       64.35     4.51   2.98
  3         68.05      63.6      6.99   2.48
  4         66.54      66.31     4.99   4.73
  5         59.01      61.2      0.76   1.35
  6         64.69      66.02     3.23   4.42
  7         67.59      65.39     6.32   3.82
  8         68.57      67.02     7.82   5.56
  9         67.52      67.33     6.22   5.96
  10        64.9       64.96     3.4    3.45
  Average   66.21      65.37     5.31   4.10
  SD        2.93       1.95      2.43   1.59
  P value   0.19       0.058            

In [Table 8](#T8){ref-type="table"}, the NTCP of bladder is tabulated. The results showed that IMRT complication for bladder was about10 times less than that for 3D-CRT. Additionally, the difference between two methods in terms of NTCP and EUD of bladder was significant and statistically meaningful.

###### 

EUD(Gy) & NTCP(%) for Bladder in 3D-CRT and IMRT

            EUD (Gy)   NTCP(%)          
  --------- ---------- --------- ------ -------
  1         63.17      54.22     2.23   0.19
  2         64.68      55.64     3.22   0.29
  3         64.24      55.93     2.90   0.32
  4         58.72      53.89     0.7    0.17
  5         53.56      52.25     0.16   0.1
  6         55.17      53.09     0.26   0.14
  7         58.79      55.78     0.71   0.31
  8         62.86      54.00     2.07   0.18
  9         61.47      51.55     1.45   0.08
  10        64.54      53.67     3.12   0.16
  Average   60.72      54.00     1.68   0.194
  SD        3.99       1.47      1.18   0.08
  P value   0.0002     0.002            

The NTCP and EUD were also calculated for both right and left femoral heads. The EUD for IMRT plans (32.92Gy) was 16 Gy lower compared to 3D-CRT plans (48.44) on average for both femoral heads. Additionally, the NTCP for IMRT plans was close to zero for femoral heads, while for 3D-CRT an NTCP of about 2% was seen.

Discussion {#sec1-4}
==========

In the current study, the biological evaluation of ten prostate patients was investigated to find out the effect of dosimetric difference on estimated biological scores of TCP and NTCP. Based on our results, the NTCPs of rectum and bladder were calculated by LKB model using Bioplan software. It was found that for rectum, the average dose for all patients was about 7.22 Gy lower for IMRT compared to 3D-CRT. However, if we consider the resultant complication probability for proctititis/necrosis/fistula, the NTCP for IMRT plans (7.06%) was almost 20% less than for 3D-CRT (8.8%). In other words, 7.22Gy reduction in mean dose leads to 20% lower complication for IMRT plans. Considering mild RTOG2/3 complication for rectum, the estimated NTCPs indicated that most of the patients will experience this complication with about 10 times higher probability compared to proctitis/stenosis/fistula complication. For IMRT plans, this complication probability was estimated 32% less relative to 3D-CRT plans. Lower average dose of rectum in IMRT plans relative to 3D-CRT plans was responsible for reduced NTCP in IMRT plans, and it stems from fact that the maximum received dose by anterior 1/3 part of rectum was 6 Gy higher in IMRT plans, but the posterior volume of rectum received lower dose in IMRT plans relative to 3D-CRT plans. It should also be reminded that in 3D-CRT plans, the dose of 50 Gy is delivered to whole pelvis using two wide parallel opposed anterior-posterior fields. Consequently, the whole volume of rectum receives this dose completely, while in IMRT there was a great possibility to reduce the delivered dose in distant part of rectum using intensity modulated beams.

Our results were in accordance with the study of Cambria et al. in which they analyzed 3D-CRT plans of 57 patients to validate the reliability of LKB model. They compared NTCP results with clinical complications of late rectal toxicity and demonstrated an agreement between the toxicity rate evaluated by DVH constraints, by the LKB model and the clinical outcome \[[@ref11]\]. Moreover, our results can be compared with the study of Luxton et al. which used LKB model for NTCP calculations of IMRT and 3D-CRT plans \[[@ref3]\]. Our average NTCP for bladder was in close agreement with their data, while for rectum complication, our NTCP was considerably higher because of the differences in parameters used for LKB model, treatment planning, patients' stage, etc. However, our NTCP for rectum was in agreement with the results of Hancock et al. where they reported NTCP of 60% and 17% for IMRT and 3D-CRT, respectively for acute RTOG grade 2 toxicity \[[@ref23]\].

The NTCP estimation for bladder using LKB model showed that the probability of symptomatic bladder contracture was 5% in its worst case for a 3D-CRT treatment. Additionally, the average NTCP indicated 6.7 times higher complication for 3D-CRT compared to IMRT plans. It should be mentioned here that the superiority of IMRT relative to 3D-CRT was more prominent considering the bladder complication probabilities. Besides, averaged values for mean dose of bladder were 54.08 Gy and 62.63 Gy for IMRT and 3D-CRT plans, respectively (8.55 Gy less dose for IMRT).

The results of NTCP for bladder and rectum in two techniques indicate a lower NTCP for bladder compared to rectum as well as negligible complication for IMRT plans (around 1%). Considering very close mean doses of both organs in the studied plans, the observed difference could be attributed to different m and n parameters used for NTCP calculation in LKB model. It is why, higher m value will increase the NTCP, and inversely lower n value leads to higher NTCP for every organ. Comparing the m and n values for rectum and bladder shows higher m and lower n for rectum relative to bladder, thus, the NTCP for rectum will be higher than the bladder.

For mild rectum complication, the m value was lower than proctitis/necrosis complication, but TD50 was significantly lower (56 Gy vs. 80 Gy), and it caused higher NTCP estimation for mild rectum complication.

NTCP estimations for both femoral heads showed 0% for IMRT plans compared to 4.5% for 3D-CRT plans, while the difference in mean doses of femoral heads between 3D-CRT and IMRT plans were about 8 Gy (49 Gy vs. 41 Gy).

NTCPs of all studied organs were also calculated by EUD model. In this model, the proctitis probability was calculated for rectum, and it was lower than LKB model for both 3D-CRT and IMRT techniques (4.1% for EUD vs.7.06% for Bioplan for IMRT plans). For bladder and femoral heads, the results of EUD model were slightly higher but very similar to the Bioplan LKB model results.

The results of TCP calculations using Bioplan software indicated this fact that TCP was very dependent on α/β ratio. Additionally, with increase in α/β ratio from 1.5 to 20, TCP decreased and the differences between calculated TCP for 3D-CRT and IMRT were augmented. The TCP of IMRT for α/β of 10 which was used by some previous studies was 5% higher than 3D-CRT. TCP was also calculated using EUD model to show a negligible difference between 3D-CRT and IMRT plans; it was very similar to the results of Bioplan with α/β of 3. The important point is that the TCP results by Bioplan using Poisson model differed considerably with α/β ratio, where in EUD the variation of TCP with α/β ratio was small. TCP estimation by Bioplan and its dependency on α/β was very similar to the results of Deb and Fielding \[[@ref12]\]. They reported that lower α/β leads to higher TCP in all studied cases of prostate cancer. However, they used Kallman S-model which was available on Pinnacle TPS. In our study, NTCP for rectum was higher than bladder, and the same results were reported in their study. Also, our EUD-calculated TCP were very close to their obtained TCP of around 98% in their study.

Another important point that should be noted here is the patient-by-patient variations of NTCPs which originate from the differences in PTV volume for each patient. Koontz et al. conducted a radiobiological modelling of IMRT vs. 3D conformal planning for post-prostatectomy radiotherapy cases \[[@ref2]\]. They found that in spite of significant dosimetric differences between two techniques, no significant difference was found in the NTCP for either bladder or rectal injury. Also, they concluded that due to relatively low doses given to the bladder and rectum, no statistically significant improvement was found in NTCP between the 3D conformal and IMRT plans. Our results differed significantly from their finding because our plans were performed on intact prostate cancers with larger PTV which lead to higher dose given to both rectum and bladder. It shows that the obtained NTCPs of bladder and rectum are dependent on the volume of PTV. Moreover, our results indicated that for patients with larger PTV, the obtained NTCPs for rectum and bladder were higher.

Conclusion {#sec1-5}
==========

This study investigated the use of different radiobiological models for comparison of 3D-CRT and IMRT plans of prostate cancer. Our results demonstrated that IMRT plans produce significantly lower NTCP for rectum, bladder and femoral heads in both LKB- and EUD-based radiobiological models. In contrast, for TCP calculations, there was no significant gain with IMRT plans compared to 3D-CRT plans using EUD model. On the other hand, TCP estimation was different for Poisson and EUD model. EUD-based TCP showed less dependency on α/β parameter, while for Poisson model, the TCP estimation varied considerably with α/β.

Our study confirmed the reliability of our new TPS calculations using dosimetric comparisons as well as radiobiological modelling which was a more clinically significant method. Different TCP estimations for prostate cancer and its dependency on used radiobiological model highlight the need for more clinical investigation in order to gather and analyze follow-up data for radiobiological model validation.
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